The use of the Magnetip double-J ureteral stent in urological practice.
The Magnetip* double J type ureteral stent has been used in a wide variety of clinical urological settings. We reviewed the use of the stent in 50 patients. In 45 patients stents were placed in conjunction with extracorporeal shock wave lithotripsy, stone manipulation, obstruction due to pregnancy or malignancy, pyeloplasty and ureteroneocystostomy. In 83 per cent of the attempts the stent was placed successfully. Retrieval with the Magnetriever* was accomplished in 86 per cent of the cases (100 per cent in female and 76 per cent in male patients). Details of stent use are described.